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Abstract 
 

Background: Studies published in the 1970s by Mostafa S. Fahim and colleagues showed that a 

short treatment with ultrasound caused the depletion of germ cells and infertility.  The goal of the 

current study was to determine if a commercially available therapeutic ultrasound generator and 

transducer could be used as the basis for a male contraceptive.   

Methods: Sprague-Dawley rats were anesthetized and their testes were treated with 1 MHz or 3 

MHz ultrasound while varying power, duration and temperature of treatment.   

Results: We found that 3 MHz ultrasound delivered with 2.2 Watt per square cm power for 

fifteen minutes was necessary to deplete spermatocytes and spermatids from the testis and that 

this treatment significantly reduced epididymal sperm reserves.  3 MHz ultrasound treatment 

reduced total epididymal sperm count 10-fold lower than the wet-heat control and decreased 

motile sperm counts 1,000-fold lower than wet-heat alone.  The current treatment regimen 

provided nominally more energy to the treatment chamber than Fahim’s originally reported 

conditions of 1 MHz ultrasound delivered at 1 Watt per square cm for ten minutes.  However, the 

true spatial average intensity, effective radiating area and power output of the transducers used 

by Fahim were not reported, making a direct comparison impossible.  We found that germ cell 

depletion was most uniform and effective when we rotated the therapeutic transducer to mitigate 

non-uniformity of the beam field.  The lowest sperm count was achieved when the coupling 

medium (3% saline) was held at 37 degrees C and two consecutive 15-minute treatments of 3 

MHz ultrasound at 2.2 Watt per square cm were separated by 2 days.   

Conclusions:  The non-invasive nature of ultrasound and its efficacy in reducing sperm count 

make therapeutic ultrasound a promising candidate for a male contraceptive.  However, further 

studies must be conducted to confirm its efficacy in providing a contraceptive effect, to test the 

result of repeated use, to verify that the contraceptive effect is reversible and to demonstrate that 

there are no detrimental, long-term effects from using ultrasound as a method of male 

contraception. 
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Background 
An ideal male contraceptive would be inexpensive, reliable and reversible.  Other desirable 

qualities include a low incidence of side effects, prolonged duration of the contraceptive effect 

and no need for invasive surgical procedures or hormonal treatments.  Men have not had many 

options for non-invasive, side-effect-free, reliable contraception without resorting to the use of 

condoms. While the barrier method has proven to be a reliable method to prevent the spread of 

sexually transmitted diseases [1], it is not always accepted as a family planning method for 

committed, monogamous couples [1, 2]. 

Ultrasound's potential as a male contraceptive was first reported by Fahim et al.[3].  In a 

series of publications, it was shown that a single application of ultrasound could result in a 

dramatic loss of germ cells from testes and that this loss of germ cells was reversible.  No 

notable side effects other than infertility were reported during studies with rats, dogs and 

monkeys [4].  This method was tested on several human subjects who were already scheduled for 



 

orchiectomy to treat prostate cancer.  These men reported that the procedure was pain-free, only 

creating a gentle feeling of warmth [4, 5]. 

Fahim used frequencies, powers and a duty cycle associated with the therapeutic use of 

ultrasound rather than parameters used for imaging tissue.  In addition, Fahim had an ultrasound 

generator and transducer built by Whitewater Electronics (Helenville, WI) specifically for use as 

a contraceptive device [4, 5]. Unfortunately, this manufacturer is no longer in business and 

efforts to locate Fahim's original instrumentation have proved fruitless [personal communication, 

David Sokal, Family Health International]. 

Thus, the objective of this study was to determine if commercially available therapeutic 

ultrasound generators and transducers could replicate the loss of germ cells demonstrated by 

Fahim.  We report that a present-day therapeutic ultrasound instrument was capable of inducing 

a nearly complete loss of germ cells from rat testes only when Fahim's original treatment 

conditions were modified. 

 

Methods 
Animals 
All animal work was approved by the Institutional Animal Care and Use Committee (IACUC) of 

Integrated Laboratory Systems (ILS, Research Triangle Park, North Carolina, USA) or by the 

IACUC of the University of North Carolina (UNC, Chapel Hill, North Carolina, USA).  Pilot 

Studies and Study 1 were performed at ILS while Study 2 was performed at UNC.  Sprague 

Dawley rats (retired male breeders and adult females) were obtained from Charles Rivers 

Laboratories.   

Male rats were anesthetized with isoflurane/oxygen (4% for induction, 2 – 2.5% to maintain 

anesthesia) prior to and during ultrasound treatment.  A ligature was used to prevent retraction of 

the testes into the abdomen by the cremaster muscle during treatment.   

Ultrasound 

A therapeutic ultrasound generator (ME740, Mettler Electronics, Anaheim, CA) and two 

different transducers (ME7413: 5 cm
2
 surface area, 250 mm diameter; ME7410: 10 cm

2
 surface 

area, 360 mm diameter; Mettler Electronics, Anaheim, CA) were used to treat rat testes.  This 

instrument was capable of producing ultrasound of 1 or 3 MHz frequency with power up to a 

maximum of 2.2 W/cm
2
 at a duty cycle of 100 %. While the ME7413 transducer operated at both 

1 MHz and 3 MHz, the larger ME7410 transducer only produced 1 MHz ultrasound. 

Treatment apparatus 
A Plexiglas cylinder was used as the ultrasound chamber (70 mm diameter, 25 mm tall).  The 

bottom of this chamber was a single layer of acoustically transparent latex.  A single layer of 

acoustically transparent polypropylene mesh was held in place approximately 1 cm above the 

bottom of the chamber to provide a reproducible distance between the transducer and the 

scrotum. [Figure 1] 

The ultrasound chamber was plumbed to allow input of coupling medium across the bottom 

of the chamber to dissipate any heat built up in the transducer.  The transducer was affixed to an 

offset cam to allow it to rotate in a horizontal plane against the bottom of the ultrasound chamber 

during treatment.  Ultrasound gel was used to coat the transducer face and the underside of the 

latex sheet used as the bottom of the ultrasound chamber to achieve acoustic coupling. 



 

Beam field mapping 
The spatial distribution of acoustic pressures delivered by the ME7413 transducer to the testis 

was mapped as follows:  a needle hydrophone (Onda, Sunnyvale, CA) was held vertically over 

the operating transducer and raster scanned 1.5 cm from the transducer's face (approximating the 

distance to the center of the testis) in 0.5 mm increments using a computer controlled motion 

stage (Newport, Irvine, CA).  The beam field was mapped at 1 MHz and at 3 MHz with the 

transducer centered against the acoustically transparent latex sheet used as the bottom of the 

treatment chamber.  Distilled water (DW), degassed distilled water and degassed 3% (w/v) 

sodium chloride were tested as coupling media.  Both the ME7410 and ME7413 transducers 

were also mapped at 1 MHz frequency at distances of 0.5 cm to 3.5 cm from the transducer face. 

Determining the true effective radiating area (ERA) of our transducers 

Beam plots acquired with the transducer – hydrophone separation set at 5 mm were used to 

determine the actual effective radiating area of both transducers used in our studies.  Both 

transducers were driven at 1 MHz frequency and 1 W/cm
2
 intensity with the Mettler Sonicator 

740 used in our studies.  The beam area was defined as the contiguous region with intensity 

greater than 5% of the peak value.   

Determining the true power output of our transducers 
An Ultrasound Power Meter (model UPM-DT-1AV, Ohmic Instrument Co., Easton, MD) was 

used to measure the power output of our transducers at 1 or 3 MHz frequency, at intensities 

indicated by the Mettler Sonicator 740 to be 1 W/cm
2
 and 2 W/cm

2
.  The transducer face was 

centered 2 cm directly above the pressure-sensing cone and the radiant force method was used to 

determine the total output in Watts. 

Temperature data 
An implantable copper-constantan thermocouple (IT-21, Physitemp Instruments, Clifton, NJ) 

was inserted down the long axis of the testis at an oblique angle to avoid piercing the epididymis 

to record testis temperature.  The bimetal probe was connected to an analog-to-digital converter 

(Thermes USB, Physitemp Instruments, Clifton, NJ) and data was collected using Labview 

software (National Instruments, Austin, TX).  Additional thermocouples were used to record the 

temperature of the coupling medium and the surface of the scrotum. 

Ultrasound treatment 

The treatment frequency (1 MHz or 3 MHz), intensity setting (1 W/cm
2
 to 2.2 W/cm

2
), duty 

cycle (100 %) and duration were selected on the ultrasound generator [Tables 1, 2, and 3].  Rats 

were anesthetized and maintained on 2 – 2.5% isoflurane/oxygen.  A ligature to retain the testes 

was tied tightly enough only to prevent the retraction of the testes from the scrotum during 

treatment.  If testis temperature was recorded, the thermocouple was inserted at this time.  The 

rat was positioned so that his scrotum was centered on the mesh layer of the ultrasound chamber. 

The appropriate coupling medium was circulated through the ultrasound chamber [Tables 1, 2, 

and 3].  The temperature of the coupling medium was controlled by re-circulating it through a 

holding vessel contained within a temperature-controlled bath.  Temperature recording was 

initiated one minute prior to the start of ultrasound treatment and continued for one minute after 

the conclusion of ultrasound treatment to record pre- and post-treatment baseline temperatures. 

Sperm count and motility were assessed two weeks after treatment 
Preliminary Studies and Study 1:  A testis and epididymis were removed prior to whole-body 

cardiac perfusion with Bouin’s fixative.  The cauda epididymis was carefully removed and 





 

were assembled into larger montages using the photomerge function in Photoshop CS (Adobe, 
San Jose, CA). 

Study 2:  Testes and epididymides were drop-fixed in Bouin’s fixative for 24 hours to 
prepare them for histology.  After an initial fixation of three hours, testes were cut into 0.5 cm 
thick cross-sections to facilitate penetration of Bouin’s fixative. Fixed tissues were processed for 
histology as described above for Study 1.  Digital micrographs were assembled into larger 
montages using an Olympus BX51 microscope and motorized 2-dimensional stage controlled by 
MetaMorph software (Molecular Devices, Sunnyvale, CA). 

Statistical analyses 
One-way ANOVA analyses with post-tests were performed using GraphPad Prism version 5.0d , 
GraphPad Software, San Diego California USA [6].  If data failed Bartlett’s test for equal 
variances, significance was evaluated using the Kruskal-Wallis test and Dunn’s multiple 
comparison post-test.  In Study 1, sham-treated animals (n = 2) were excluded from analysis but 
the remaining treatment groups (n = 3 or 4) were analyzed for statistical differences. 

 

Results 
Field mapping and measuring the true ERA and power output of our transducers 
Field mapping of the output from the therapeutic transducer showed that there was a donut 
shaped "hotspot" in the 5-cm2 transducer's output (ME7413) at 3 MHz [Figure 2].  The field map 
was the same regardless of the coupling medium used (DW, degassed DW or 3% (w/v) saline).  
The beam field of the 5-cm2 transducer changed when it was mapped at 1 MHz: instead of a 
donut shaped hotspot, there was a discrete peak of energy near the center of the transducer face 
[Additional file 1, Figure S1].   

Beam plots from both transducers [Additional file 1, Figure S1] were used to determine the 
area of the beam with energy equal to at least 5% of the peak beam energy when the distance 
between the hydrophone and transducer was set to 0.5 cm.  The ME7413 transducer with a 
nominal area of 5 cm2 had a true effective radiating area of 4.4 cm2; the ME7410 transducer with 
a nominal area of 10 cm2 had a true effective radiating area of 9.3 cm2.   

The power output of our transducers was determined at intensities indicated by the Mettler 
Sonicator 740 to be 1 W/cm2 and 2 W/cm2.  The 5 cm2 transducer (ME7413) at a nominal 
intensity setting of 1 W/cm2 had an output of 4.6 W at either 1 or 3 MHz; with a nominal 
intensity setting of 2 W/cm2 the output varied from 8.9 Watts at 1 MHz to 9.3 Watts at 3 MHz.  
The 10-cm2 transducer (ME7410) was only measured at 1 MHz and had an output of 10.2 Watts 
at a nominal intensity setting of 1 W/cm2 and an output of 20.0 Watts at a nominal intensity 
setting of 2 W/cm2. 

True spatially averaged intensities were determined for our transducers  
The 5-cm2 transducer (ME7413) had an effective radiating area of 4.4 cm2.  At both 1 and 3 
MHz frequency the actual intensity for this transducer at an indicated 1 W/cm2 was 1.05 W/cm2.  
The actual intensity for this transducer at an indicated 2 W/cm2 varied from 2.02 W/cm2 at 1 
MHz to 2.11 W/cm2 at 3 MHz.  The spatially averaged intensities determined for this transducer 
were all within 6% of the values indicated by the Mettler Sonicator 740. 

The 10-cm2 transducer (ME7410) was only capable of operating at 1 MHz frequency and had 
an effective radiating area of 9.3 cm2.  The actual intensity determined for this transducer at an 





 

cauda epididymis.  As the higher Sperm Count Index indicated, a much larger proportion (7/8) of 
this group’s sperm counts fell into the range of 41 – 80 million sperm per cauda epididymis.   

Study 2: saline was a more effective coupling medium than distilled water at 35 °C 
When animals were treated once at 37 °C for 10 minutes at 2.2 W/cm2 there was not a significant 
difference in sperm count as a function of coupling medium (degassed distilled water versus 
degassed 3% saline) so this data was pooled (Group 11).  However, when animals were treated 
twice at 35 °C for 15 minutes at 2.2 W/cm2 the composition of the coupling medium did make a 
significant difference in sperm count (Tukey’s post-test, p < 0.01):  degassed 3% saline (Group 
12) resulted in a sperm count 50% lower than degassed distilled water (Group 13).  The use of 
saline resulted in about half of the sperm counts for Group 12 to be lower than 41 x 106 per 
cauda epididymis (Sperm Count Index = 3.9) while the use of distilled water (Group 13) resulted 
in only about 12% of counts below that threshold [Figure 6, Sperm Count Index = 8.1].  In 
addition, the number of intact sperm was significantly lower (Tukey’s post-test, p < 0.05) when 
treating at 35 °C through 3% saline [Figure 7, Group 12] than through degassed distilled water 
[Figure 7, Group 13].   

Most effective treatment 
When the four treatments groups (Groups 9 – 12) with the lowest mean sperm counts in Study 2 
were compared by one-way ANOVA, Group 9 was found to have a significantly lower mean 
motile sperm count than the other three groups (Kruskal-Wallis with Dunn’s post-test, refer to 
Figure 6 for p-values).  In addition, the percentage of intact sperm in Group 9 [Figure 7] was 
significantly lower (Tukey’s post-test, p < 0.01) than the untreated control [Figure 7, Group 8].  
Thus, the treatment that reduced cauda epididymis sperm count two weeks after treatment to the 
lowest levels was the same in Study 1 (Group 5) and in Study 2 (Group 9): two 15- minute 
treatments with 3 MHz ultrasound at 2.2 W/cm2 through degassed 3% saline maintained at 37°C. 

 

Discussion 
Rat as a model system 
Rats are reported to retain fertility even with extremely low sperm counts [7].  In contrast to rats, 
the World Health Organization has defined oligospermia in men as less than 20 million sperm/ml 
in the ejaculate and men are generally considered sub-fertile when their sperm concentration 
drops below 10 million sperm/ml [8].  Thus, we anticipate that decreasing sperm count 
sufficiently to cause infertility in rats would also cause infertility in men.  However, sperm 
counts or concentrations that would represent infertility in men could allow rats to retain their 
fertility.  Our second pilot study showed that the absence of motile sperm at the end of a mating 
trial did not rule out the ability to sire pups.  With the mating scheme used in our study, it 
appeared that sperm count was changing rapidly and that the count on the day of conception 
could be higher than the count determined at necropsy.  Consequently, in lieu of testing fertility 
we decided to assay epididymal sperm reserves to monitor the efficacy of our treatment 
conditions. 

Our results clearly show that therapeutic ultrasound treatment depleted developing germ cells 
from the testis and subsequently decreased the size of sperm reserves in the epididymis when rats 
were treated with two consecutive ultrasound treatments separated by two days [Table 4, Figure 
6].  This differs from reports in the 1970s by Fahim et al. [3, 4], which reported that a single 
treatment of 1 MHz ultrasound was sufficient to induce a contraceptive effect of approximately 



 

six months duration.  No mention of controlling the temperature of the coupling medium 

appeared in those original reports.  In contrast, we found that combining elevated temperature, 

high power and high frequency was the most effective method for reducing sperm count. 

Variation between ultrasound transducers 
A direct comparison between our treatments and those of Fahim are not possible without 

measuring the true effective radiating area (ERA, cm
2
) and power output (Watts) for all of the 

transducers used in these studies in order to calculate the true spatial average intensity (SAI, 

W/cm
2
) delivered during treatment.  The SAI reported by clinical therapeutic ultrasound systems 

is not directly regulated in the United States by the Food and Drug Administration (FDA) even 

though this is the parameter most often used clinically to determine dosing during treatment.  

The FDA does require the true power output to be within ± 20% of the value reported by the 

manufacturer however no specific guideline was presented for the accuracy in reporting ERA 

[9]; most manufacturers report ERA with an error of ± 20 – 25%.  Therefore, the true SAI for a 

transducer could vary by up to 150% from the displayed value while still satisfying FDA 

guidelines for ERA and power output.  A study of sixty-six therapeutic ultrasound transducers 

showed that their true SAI varied from -43% to +63% of the displayed value [10].  The effects of 

ultrasound are dose-dependent, thus reproducible clinical dosing of therapeutic ultrasound 

requires determining the actual ERA, power output and SAI of the generator and transducers 

being used for treatment.   

In some cases, more advanced monitoring techniques such as quantitative Schlieren 

assessment may be required to discern differences in output of transducers operated under 

identical nominal parameters [11].  This method can measure the power distribution in discrete 

portions of the ultrasound beam that are not captured by measurements mandated by the FDA 

such as beam non-uniformity ratio (BNR) and the aforementioned total power and ERA.  

Differences in the distribution of power within an ultrasound field may account for the ability of 

nominally identical transducers to heat tissue at significantly different rates [11]. 

We determined the actual effective radiating areas and power output of the transducers used 

in our studies.  The true SAI of our transducers were determined to be within 10% of the values 

reported by our therapeutic ultrasound generator.  In addition to determining the true ERA, 

power output and SAI for our transducers, we have also provided beam plots [Additional file 1, 

Figure S1] to facilitate comparison of our study results with future studies and to begin to 

standardize the clinical dosing of therapeutic ultrasound when used as a male contraceptive. 

Since Fahim’s custom-built generator and transducer were not available for testing, we 

cannot rule out the possibility that his system delivered more ultrasound energy to the testes than 

our therapeutic ultrasound instrument.  Accordingly, we modified our coupling medium and 

treatment parameters to increase the delivery of ultrasound energy to the testes. While attempting 

to maximize energy delivery, we also took steps to mitigate any thermal bio-effects observed on 

the scrotal epithelium.  The transducer face became quite hot to the touch by the end of each 

treatment so we reasoned that conductive transfer of heat caused occasional circular 

discolorations when the scrotum was pressed against the bottom of the treatment chamber.  We 

modified the interior of our chamber to provide a reproducible offset between the scrotum and 

the chamber bottom/transducer.  This also provided a space to re-circulate coupling medium 

between the scrotum and chamber bottom/transducer to dissipate any localized buildup of heat.  

Irregularities in the beam field prompted us to rotate the transducer to achieve a time averaging 

of the beam field energy.  These modifications to the originally published protocol, especially the 





 

compounds proposed to regulate spermatogonia.  In addition, spermatogonial stem cells are 

assayed by colony formation after transplantation into recipient testes depleted of germ cells by 

chemical treatment [12] .  Rat spermatogonia can develop within the mouse seminiferous 

epithelium into spermatids that are morphologically distinct from those of the mouse [13, 14].  

Therefore, ultrasound-treated, syngeneic testes could serve as an alternatively prepared host for 

assaying spermatogonial stem cell numbers.   

If the method can be made permanent, a non-invasive method for controlling various 

domestic pet populations could be developed.  Leoci [15] has successfully used therapeutic 

ultrasound as a non-invasive method for canine sterilization.  Fahim reported that his treatment 

method did not affect testosterone production by Leydig cells [4].  Thus, ultrasound treatment 

could be adopted as part of a larger strategy to control nuisance animal populations using the 

trap-neuter-return model [16, 17].  Introducing sterile males into a population was effective in 

controlling insect populations [18] and was proposed to be effective in species where a dominant 

male breeds with a harem of females in a restricted territory such as white-tailed deer 

(Odocoileus virginianus) [19] or feral horses [20-22].  Controlling deer populations in urban or 

suburban areas would accrue many public health benefits since white-tailed deer carry ticks that 

transmit disease [23-25], are at risk for tuberculosis [26, 27], and in the United States there are 

about 247 thousand collisions each year between deer and automobiles that damage 

approximately 1 billion dollars in property and kill approximately 200 people [28, 29].   

Ultimately, the most significant application of treating testes with ultrasound will be to 

address the global health issue of unintended pregnancies.  The World Health Organization 

estimates that 228 million of the 600 million women of reproductive age worldwide are at risk 

for mistimed or unwanted pregnancy [30-32].  Yearly these unintended pregnancies result in 

almost 50 million abortions; almost half of these abortions are classed as unsafe, resulting in 47 

thousand maternal deaths [33, 34].  In the United States alone there are at least 3 million 

unintended pregnancies each year representing about 50 % of all pregnancies [35, 36].  Clearly, 

developing another safe, efficient and inexpensive method for contraception would only help to 

lower the rate of unwanted pregnancies and abortions.  A permanent or reversible method of 

contraception based on therapeutic ultrasound treatment could encourage more men to share 

greater responsibility for family planning. 

Future studies 

Future studies will determine if our ultrasound treatment parameters result in a reversible loss of 

fertility as previously reported by Fahim.  The treatment that was most effective at reducing 

epididymal sperm count (3 MHz, 2.2 W/cm
2
, two 15-minute treatments separated by two days 

with coupling medium temperature maintained at 37 °C) represents an upper limit for applying 

ultrasound to the testes since thermal bio-effects were noted in some treated tubules.  Results 

from Study 2 showed that relatively small changes in treatment conditions caused statistically 

significant changes in sperm count when assessed two weeks after treatment.  Longer-term 

studies will be required to determine if those treatment conditions cause a progressive loss of 

spermatogenic cells that ultimately results in the depletion of epididymal sperm reserves.  A 

major goal of our future studies will be to determine the "minimum effective dose" of ultrasound 

that induces a reversible loss of fertility. 

In conclusion, our results demonstrate that a short exposure to therapeutic ultrasound is an 

effective method for depleting testes of spermatogenic cells and reducing epididymal sperm 

reserves within two weeks of treatment.  The odds of conceiving decrease linearly when sperm 



 

concentrations are below 40 million sperm/ml [37] and effective contraception occurs when 

hormonal treatment or vasectomy cause sperm concentration to fall below 3 million sperm/ml 

[38, 39].  Our ability to use a widely available therapeutic ultrasound system to reduce motile 

sperm count below 5 million sperm per cauda epididymis just two weeks after treatment shows 

that therapeutic ultrasound holds great promise as the basis for a male contraceptive.  Optimizing 

the treatment conditions, studying the safety of repeated use, the duration of the contraceptive 

effect and its reversibility and are the next required steps to establish whether therapeutic 

ultrasound can serve as the basis for a new, long term, reversible male contraceptive. 
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Table 4:  Testis temperatures and sperm parameters from Study 1 

Group Treatment n 

Testis 

temperature (ºC) 

Sperm count 

(10
6
) 

Motility 

(%) 

1 Sham 2 30.1 ± 0.8 380 ± 33 45 ± 3 

2 Wet heat 3 42.6 ± 0.1 23 ± 4 22 ± 5.8 

3 Low freq., high power 3 40.5 ± 1.2 84 ± 3    § 54 ± 2 

4 High freq., high power 3 41.8 ± 0.6 1.9 ± 0.9  † 0.3 ± 0.3 

5 High freq., high power, Na+ 4 nd 1.5 ± 0.8  † 
nd 

6 Low freq., low power 3 42.1 ± 2.8 96 ± 17   § 39 ± 2 

7 Low freq., low power, Na
+
 3 35.4 ± 1.9 51 ± 5 40 ± 2 

Sperm analyses were performed two weeks after ultrasound treatment.  Average sperm count 

represents millions of sperm per cauda epididymis ± SEM.  % Motility represents the percentage 

of recovered sperm with forward motility ± SEM.  The average maximum testis temperature 

during treatment is listed in degrees Celsius ± SEM.  Not determined (nd).  §,  statistically 

greater than the wet-heat control (Group 2) by Tukey’s post-test (p < 0.001).  †, statistically 

lower than 1 MHz, high power (Group 3) and 1MHz, low power (Group 6) by Tukey’s post-test 

(p< 0.001). 

 
Additional files 

 

Additional file 1 (pdf) Figure S1:  Beam field maps of the 5 cm
2
 and 10 cm

2
 transducers.  

The ME7413 (5 cm
2
) and ME7410 (10 cm

2
) transducers were mapped at 1 MHz frequency and 1 

W/cm
2
 power at a variety of distances from the transducer face.  Beam field maps were identical 

regardless of the coupling medium used (DW, degassed DW or 3% saline).   

Additional file 2 (pdf) Figure S2:  Two treatments with 3 MHz ultrasound uniformly depleted 

the testis of spermatocytes & spermatids.  This is the same testis depicted in Figure 5.  Two 

consecutive fifteen minute treatments of 3 MHz ultrasound at 2.2 W/cm
2
 were applied through 

degassed, distilled water held at 37 ºC. This magnification emphasizes the uniformity of the 

ultrasound effect.  Only 5% of the seminiferous tubules were observed to have thermal damage 

while the remaining tubules were depleted of spermatocytes and spermatids.  This treatment 

would have provided at least two months of infertility since spermatogonia require that much 

time to enter the epididymis as sperm. 
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